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This article reports for the ﬁrst time the application of batch injection analysis (BIA) with anodic stripping
voltammetry (ASV) for determination of metals in fuel bioethanol. An aliquot of bioethanol plug (up to
1 mL) is directly injected onto a working (mercury-ﬁlm) electrode immersed in electrolyte through an
electronic micropippete and simultaneously metal deposition occurs. Stripping peaks for cadmium, lead,
and copper were obtained at the same voltammetric scan under optimized conditions (electrolyte, depo-
sition time and potential, injected volume, and dispensing rate). The proposed method presented low
detection limit (61 lg L1) for a 90 s deposition time, a linear range between 12.5 and 200 lg L1, and
adequate recovery values (87–109%) for spiked samples. Estimation of the labile fraction of metals in bio-
ethanol samples was also attained. Such remarkable analytical features associated with the portability
characteristics of BIA attest the promising application of the proposed method for routine and on-site
determination of metals in bioethanol.
 2013 Elsevier Ltd. All rights reserved.1. Introduction
The production and consumption of biofuels are constantly
increasing due to their environmental and economic advantages
over fossil fuels. The use of bioethanol (or fuel ethanol) has been
stimulated in Brazil either in the hydrated form (95% v/v ethanol)
as a car fuel or in the anhydrous form, added to gasoline (25% v/v
ethanol) acting as an antiknock agent. Consequently, regulatory
agencies responsible for production and commercialization of fuels
(including biofuels) require a rigorous quality control [1]. For in-
stance, the presence of inorganic contaminants in bioethanol is
associated with the formation of insoluble salts and corrosion of
metallic components inside the engine, which results in clogging
of nozzles and fuel deterioration [2].
Trace metals in bioethanol can be an indicative of metallic cor-
rosion during storage and their presence can accelerate oxidation
processes resulting in the formation of gums [3]. Therefore, analyt-
ical methods for the sensitive determination of metals in bioetha-
nol are required. The portability of analytical methods is also ademanding task in quality control of fuels taking into consideration
the need for on-site analysis.
Electrochemical techniques fulﬁll such characteristics and strip-
ping voltammetry is the most popular technique for the determi-
nation of trace in several samples including fuels such as diesel
oil [4], biodiesel [5,6], and bioethanol [7–9]. The stripping analysis
technique generally involves a deposition step, in which the solu-
tion containing sample or standards is kept under stirring (forced
mass transfer), prior to the voltammetric or potentiometric scan-
ning (stripping step).
Batch injection analysis (BIA) with electrochemical detection
involves the injection of a sample plug through a micropipette
tip directly onto the working electrode surface (wall-jet conﬁgura-
tion) which is immersed in a large-volume blank solution [10]. The
association of BIA with electrochemical techniques provides addi-
tional precision and rapidness for the development of electroana-
lytical methods. Moreover, BIA eliminates the need for a stirrer
in stripping analysis since the deposition step occurs simulta-
neously with sample injection by the micropipette, and then facil-
itates the development of a portable analytical method. The
pioneer work describing the association of BIA with stripping anal-
ysis employed a conventional micropipette [11], but electronic
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cally, BIA with stripping analysis was employed using mercury-
based electrodes for the determination of different metals in water
samples [12–15].
This work presents for the ﬁrst time the application of BIA with
anodic stripping analysis (ASV) for the determination of metals in
bioethanol employing a mercury-ﬁlm electrode. Using an electron-
ically propelled micropipette, a sample or standard plug (1 mL)
was precisely injected onto a mercury-ﬁlm electrode (pre-concen-
tration step) immersed in electrolyte and just after the voltammet-
ric scan (stripping step) was performed.Fig. 1. Optimization of dispensing rate (28.3–345.0 lL s1) hydroethanolic medium
(95% v/v ethanol) containing 75 lg L1 of cadmium (j), lead () and copper (N).
Conditions: 1.0 V deposition potential; 90 s deposition time; 1000 lL injected
volume; electrolyte: 0.1 mol L1 acetate buffer (pH 4.5).2. Experimental
2.1. Reagents, stock solutions and bioethanol samples
High-purity deionized water (RP 18 MO cm) obtained from a
Milli Q water puriﬁcation system (Millipore, Bedford, MA, USA)
was used for preparing all aqueous solutions. Concentrated acetic
(97.8% m/v), hydrochloric (37.0% m/v), nitric (65.0% m/v) acids
were obtained from Vetec (Rio de Janeiro, Brazil). Sodium acetate
(98.0% m/v) and ethanol (99.5% v/v) acquired from Synth (Diadem-
a, Brazil). Stock solutions (1000 mg L1 cadmium, copper, lead, and
mercury) were purchased from Quimlab (Jacareí, Brazil). Hydroe-
thanolic standard solutions containing 95% (v/v) ethanol (analyti-
cal grade) and 5% (v/v) aqueous metal solution (similar
composition of commercially-available bioethanol) were prepared
for initial optimization experiments and calibrations. The latter
solutions were acidiﬁed with 1% (v/v) HNO3. All reagents were
used without further puriﬁcation (analytical grade). Bioethanol
samples were purchased at local fuel stations. Samples were ana-
lyzed in natura and after acidiﬁcation with 1% (v/v) HNO3.
2.2. Instrumentation, electrochemical cell and electrodes
Electrochemical recordings were conducted using a l-Autolab
Type III potentiostat (EcoChemie, Utrecht, The Netherlands).
The reference and auxiliary electrodes were a miniaturized Ag/
AgCl (saturated KCl) [16] and a platinum wire, respectively. A
mercury-ﬁlm electrode (MFE) was used as the working electrode.
The preparation of the ex situ MFE involves the electrochemical
deposition of a mercury-ﬁlm on a glassy-carbon electrode surface
(3-mm diameter) according to a conventional procedure reported
in the literature (800 mV for 300 s in a solution contained
100 mg L1 mercury(II) and 0.1 mol L1 HCl) [4]. The mercury-
ﬁlm formation was performed in a conventional electrochemical
cell once in the beginning of the workday. Before the mercury-
ﬁlm formation, the glassy-carbon electrode was dry-polished
using alumina powder with 0.1 lm particles and then rinsed with
Milli Q water.
Injections of standard solutions or samples were conducted
using an Eppendorf electronic micropipette (multipette stream).
This micropipette (using a 1 mL tip) permits injections from 10
to 1000 lL at programmable dispensing rate (from 28 to 345 lL
s1). The distance of combitip from the working electrode was
constant (2 mm), as recommended in a previous work [10]. A
homemade BIA cell (with internal volume of 180 mL) was used
for the measurements as described previously [17]. A 0.1 mol L-1
acetate buffer solution (supporting electrolyte) was added in the
BIA cell before insertion of the three-electrode system.
2.3. Electrochemical measurements
Square-Wave (SW) anodic stripping voltammetry (ASV) was
used for simultaneous determination of cadmium, lead, and copperin bioethanol. The optimized SW parameters were 50 Hz (fre-
quency), 50 mV (amplitude), and 7 mV (step potential). The clean-
ing and deposition conditions of ASV were 0.1 V for 5 s and –1.0 V
for 90 s, respectively. The deposition step was performed during
the injection of standard solutions or samples through the BIA sys-
tem, which takes approximately 45 s, thus the deposition still oc-
curred after the end of injection.
All electrochemical measurements were carried out in the pres-
ence of dissolved oxygen and at room temperature. The standard
addition method was used for all analyses.3. Results and discussion
The association of BIA with ASV (BIA–ASV) for metal determina-
tions using MFEs was already reported and optimized in the liter-
ature for the analysis of aqueous solutions [11–15]. Previous
papers described the use of acetate buffer as supporting electrolyte
for metal determination at a MFE using BIA–ASV [11,15], and the
selection of SW parameters was based on these works. Initially
the deposition step was kept constant (1.0 V for 90 s). The depo-
sition potential of 1.0 V was selected for the determination of
cadmium, lead, and copper because a more negative potential
can contribute to hydrogen evolution. The deposition time of 90
s, which is around 3-fold the time of injection (35 s), was selected
based on previous works that often reported the use of higher
deposition times than injection times [11–15]. Under these condi-
tions, the BIA parameters (injected volume and dispensing rate)
were studied based on the analytical responses of each metal.
The analytical response of the three metals increased almost
linearly for injected volumes from 200 to 1000 lL. Similar behavior
(increase in signal for higher injected volumes) was observed in
previous studies [11–15]. The increase in injected volumes pro-
vides higher contact time between the metals and electrode sur-
face and also a higher mass amount of metals is injected and
preconcentrated, which would explain the linear increase in cur-
rent. Therefore, injections of 1000 lL hydroethanolic standard
solutions were selected in further experiments.
The analytical response for the three metals was measured
when the dispensing rate was evaluated. Fig. 1 presents the analyt-
ical signals for cadmium, lead and copper obtained by injections in
the BIA system of 1000 lL of 75 lg L1 of each metal in hydroe-
thanolic solutions (95% v/v ethanol) onto a MFE immersed in the
Fig. 3. Repeatability data obtained from successive injection of an alcoholic
medium (95% ethanol–water ratio solution) containing 75 lg L1 of cadmium (j),
lead () and copper (N). Conditions: 1.0 V deposition potential; 90 s deposition
time; 1000 lL injected volume; 100 lL s1 dispensing rate; electrolyte: 0.1 mol L1-
acetate buffer (pH 4.5).
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of dispensing rates (28.3–345.0 lL s1).
Based on previous work [12], it was expected the decrease of
the analytical signal with increasing dispensing rates (i should be
proportional to v1=4d ). However, a different behavior was veriﬁed
for all the three metals evaluated in hydroethanolic solutions. A
practically constant behavior was observed for cadmium and cop-
per in the studied range. For lead, decrease in the analytical re-
sponse was observed for dispensing rates higher than 100 lL s1.
The use of high dispensing rates proportionally reduces the injec-
tion time, which would explain the decrease in signal. Thus, 100
lL s1 as dispensing rate was used in further measurements in or-
der to obtain the highest analytical signal.
The deposition time was evaluated based on the analytical re-
sponse of each metal. Fig. 2 presents the analytical signals obtained
for BIA injections of 1000 lL of 75 lg L1 of each metal in hydroe-
thanolic solutions (95% v/v ethanol) onto a MFE immersed in the
BIA cell containing a 0.1 mol L1 acetate buffer solution under a
dispensing rate of 100 lL s1.
Typically, the analytical signals should increase with increasing
deposition time as previous works demonstrated [11–14]. How-
ever, similar behavior was just veriﬁed for copper in this study in
which the analytical signal increased when deposition time was in-
creased from 45 to 90 s and remained constant for higher deposi-
tion times (120 s). The responses for cadmium and lead were
practically constant for deposition times in the range of 45 to
120 s. For further analyses, it was preferred to select 90 s as depo-
sition time in order to obtain higher sensitivity for copper determi-
nation, which is a metal controlled in bioethanol by Brazilian
regulatory agencies (upper limit of 0.07 mg kg1 for Cu that
approximately corresponds to 55 lg L1) [1].
A repeatability study was conducted under optimized condi-
tions. Fig. 3 depicts the current values for ten repetitive BIA injec-
tions of standard hydroethanolic solution containing 75 lg L1 of
each metal. The average relative standard deviation (RSD) was
5%, 10%, and 13% for cadmium, lead, and copper, respectively.
The random dispersion of the current values for the three metals
(in Fig. 3) indicated absence of systematic errors and then it can
be assumed that mercury dissolution did not occur signiﬁcantly
(high stability of MFE). The same MFE can be used during the
whole workday of analyses.
The proposed BIA–ASV method was applied for the determina-
tion of cadmium, lead, and copper in bioethanol samples underFig. 2. Optimization of deposition time (45–120 s) for hydroethanolic medium (95%
v/v ethanol) containing 75 lg L1 of cadmium (j), lead () and copper (N).
Conditions: 1.0 V deposition potential; 1000 lL injected volume; 100 lL s1
dispensing rate; electrolyte: 0.1 mol L1 acetate buffer (pH 4.5).optimized conditions. Fig. 4A presents BIA–ASV responses for
injections of 1000 lL of a pure bioethanol sample, after addition
of 10% HNO3 (v/v), and after standard additions of cadmium, lead
and copper at (c) 12.5; (d) 25.0; (e) 50.0 and (f) 100.0 lg L1.
Fig. 4B–D presents the analytical curves for the determination of
cadmium, lead, and copper.
A linear behavior with good correlation coefﬁcients (>0.99) was
observed from 12.5 to 100 lg L1 of the three metals. The detection
limit values under these conditions were estimated in 1, 1, and
0.6 lg L1 (LOD = 3 RSD/S, in which RSD is the standard deviation
of the blank at the peak potential of each metal and S is the respec-
tive sensitivity), respectively for Cd, Pb, and Cu. The concentration
of cadmium and lead in this bioethanol sample was lower than the
detection limit whilst copper was detected and quantiﬁed. The
injections of pure sample and acid-treated sample generated cur-
rent responses of different magnitudes. The acid addition into the
bioethanol sample may release copper ions from the sample matrix
and thus the copper response in the acid-treated sample was 2-fold
higher than in pure sample. Therefore, the proposed BIA–ASV
method can determine not only the total concentration of copper
but also the labile fraction of copper. A similar experiment was
performed using 95% (v/v) hydroethanolic standard solution con-
taining the three metals and the voltammetric responses before
and after acid addition was practically constant, which proves that
the acid addition into the bioethanol sample released a labile frac-
tion of copper. Similar to this result, the chemical speciation of
copper was also reported in a previous work [18]; however, this
information was only possible using a 25-lm gold microelectrode
as working electrode in a conventional three-electrode system in-
side a faraday cage to measure copper directly in fuel bioethanol
without the addition of supporting electrolyte and after addition
of 1 mmol L1 H2SO4 to release copper ions from the sample ma-
trix. Chemical speciation was also obtained for cadmium and lead;
however, only lead was quantiﬁed in one analyzed bioethanol
samples. The lead response in this acid-treated sample was practi-
cally constant in comparison with signal for pure sample. There-
fore, lead in this bioethanol sample is not bounded to the organic
sample matrix. It is important to emphasize that in the present
work, the faraday cage is not necessary (use of a macro electrode)
which can be considered an advantage for on-site analysis.
Table 1 lists the concentrations of cadmium, lead, and copper in
commercial fuel bioethanol samples by proposed BIA–ASV method
Fig. 4. (A) Voltammograms for the analysis of a fuel bioethanol sample ((a) 100% ethanol; (b) 90% ethanol with 10% (v/v) of HNO3) and after standard addition cadmium, lead
and copper of (c) 12.5; (d) 25.0; (e) 50.0 and (f) 100.0 lg L1. (B) Calibration plot of cadmium. (C) Calibration plot of lead. (D) Calibration plot of copper. Experimental
conditions as in Fig. 3.
Table 1
Recovery values for the spiked samples and concentrations of trace metals in commercial fuel ethanol samples by proposed method.
Sample 1 Sample 2 Sample 3
Cadmium Found (lg L1) <LOD <LOD <LOD
Spiked (lg L1) 25.0 25.0 25.0
Recovery (lg L1) 25 ± 3 25 ± 1 26 ± 1
Recovery (%) 100 ± 13 100 ± 4 104 ± 4
Lead Found (lg L1) <LOD <LOD 8.2 ± 0.4
Spiked (lg L1) 25.0 25.0 25.0
Recovery (lg L1) 25 ± 3 21.7 ± 0.8 36.3 ± 0.8
Recovery (%) 100 ± 12 87 ± 4 109 ± 2
Copper Found (lg L1) 2.11 ± 0.12 0.95 ± 0.02 0.68 ± 0.06
Spiked (lg L1) 25.0 25.0 25.0
Recovery (lg L1) 27 ± 1 24.4 ± 0.4 27 ± 2
Recovery (%) 99 ± 4 94 ± 2 105 ± 7
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between 87% and 109%. The proposed method presented accept-
able detection limits in accordance with the upper limits estab-
lished by regulatory agencies.
4. Conclusions
It is demonstrated for the ﬁrst time the application of BIA–ASV
for the determination of metals in fuel bioethanol after a 1-mL
injection of sample into a BIA cell. The proposed method can also
estimate the labile fraction of metals in bioethanol samples. The
proposed method is precise, accurate (conﬁrmed by recovery
tests), sensitive (LD 6 1 lg L1) and fast (around 30 h1 using a
deposition time of 90 s or 60 h1 if deposition time is reduced to
45 s). Moreover, this method can be applied to assess the content
of other metals in bioethanol (using Hg-based or other working
electrodes) and for on-site analysis using portable commercially-
available potentiostats. Such notable analytical characteristics at-
test the promising application of the proposed BIA–ASV method
for routine analysis of fuel bioethanol.
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